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Successful completion of either of these Laser Hair removal or Aesthetic Laser 
Operator courses will qualify the participant to make application for and sit for the 
appropriate written NCLE examination. Additional qualifications apply for full 
Certification and applicants should review the Candidate Handbook on the website.
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We can divide the skin into the outmost Epidermis, deeper Dermis and then 
subcutaneous tissues.
The outermost layer of the Epidermis is the Stratum Corneum which are flattened 
cells that have migrated to the surface. They continuously flake off as they age and 
this layer is renewed once every month or two. This is where we target 
microdermabrasion procedures to remove this dead skin and polish the appearance 
of it. It can be useful for lasers and IPL procedures as well because aged skin here 
can behave like a “frosty window pane” not allowing the light to penetrate as deeplycan behave like a frosty window pane  not allowing the light to penetrate as deeply 
as it otherwise might. Non-particulate microdermabrasion prior to laser or IPL 
treatments can enhance the effectiveness of the treatment.
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Melanocytes are cells filled with smaller melanosomes which give our skin varying 
degrees of brown color created by the melanin which they produced. They are 
critical to most light based procedures because they absorb so much light and then 
generate heat. They are ordinarily contained at the junction of the dermis and 
epidermis. Melanin is the intended target when you’re trying to remove brown spots 
or laser hair removal, but it becomes a big problem when treating darker skin types. 
It also becomes a problem with laser treatments when clients have had recent sun 
exposure – whether the tan is immediately obvious or notexposure whether the tan is immediately obvious or not.
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Dark skin contains many more melanocytes than light skin, so care must be taken 
both with laser wavelengths and applied energies to avoid creating excessive heat 
in dark skinned clients. This can result in burns or in long lasting pigmentary 
changes. In ablative skin procedures in is critical to avoid any deep ablations on 
dark skinned clients which would remove this layer of melanocytes, which you 
otherwise could do safely in light skinned clients.
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Our dermis lies between the outer epidermis and underlying subcutaneous tissues. 
It is in turn divided into the more superficial papillary dermis and the deeper reticular 
dermis. During ablative skin resurfacing performed by physicians the appearance of 
these levels is quite distinct and provides a guide to how deep you’re ablating. The 
papillary dermis has a pinkish color to it, while the deeper reticular dermis has a 
yellow chamois cloth type appearance – NOT to be confused with the yellow fat 
underlying it. One can ablate or heat into this deeper reticular dermis but not 
deeperdeeper.
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Below the reticular dermis lies the subcutaneous tissues with fat, connective 
tissues, and the nerves and blood vessels that feed the skin. Skin loses it’s ability to 
regenerate below the level of the reticular dermis, so excessive heating of the skin 
past this dermal / subcutaneous interface, or physically ablating skin past this point, 
will result in burns and third degree scars.
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Hair can be divided into two main types: 
The fine hairs which are called the velus hairs, are the short peach-fuzz type of hair 
that is common all over our bodies. These can be very difficult to treat, especially if 
they are light in color, and generally require shorter pulse widths from the laser than 
larger hairs.
The more coarse hairs are called terminal hairs and are common on our scalp, 
armpits and bikini areas. These are the hairs that are usually targeted in laser hair 
removal proceduresremoval procedures.
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The hair bulb is where we want to target laser treatments, and at 4 mm or lower in 
the skin is one of our deeper targets.
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The Anagen phase is the active phase where Laser or IPL hair removal is the most 
effective. It’s also the time when the hair bulb is the deepest in tissue. The Catagen 
phase is a regressive phase where the hair bulb starts to pull away from it’s 
supporting papilla, nourishment is shut off, and is a transition to dormancy . The 
telogen phase is the final stage where the follicle becomes essentially dormant and 
the bulb can survive laser treatment in this phase. It will finally shed it’s hair shaft 
and then turn back to the anagen phase for regrowth.
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If all of our hair was in the same phase at the same time, we would periodically 
shed all of our hair and become bald, until hair growth returned. Instead our hair is 
in different phases in the same area, which is why multiple treatments are required. 
Hair is most susceptible only in the Anagen phase.
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Different areas of our body have varying growth and dormacy times. You can 
ballpark that most areas have growth cycles from 4-12 months, but those might 
range from 2-6 years for the scalp, to 3-4 months for the bikini and armpits. On an 
unshaved body just look at those areas that can grow the longest hair – these 
represent the longest growth cycles.
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Once could customize a treatment plan according to the growth times of various 
body areas, but for the sake of expediency most practices simply reschedule a 
patient once every 6-8 weeks, or just wait until the hair starts regrowing in that area.
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The pictures of these children show a wide spectrum of skin and hair color – much 
more so than the Fitzpatrick scale we’ll discuss takes into account. Its interesting to 
note that skin color has evolved based on the amount of Ultraviolet (UV) Radiation 
present where that ethnic group geographically originated. UV Radiation is highest 
around the equator. That’s why the Aborigines in Australia are the darkest skinned 
peoples, and also why the skin cancer rate for Caucasians is the highest in the 
world there. Don’t confuse the Fitzpatrick scale with ethnicity however. Fitzpatrick 
will be used to classify skin color and sun sensitivity which may or may not correlatewill be used to classify skin color and sun sensitivity which may or may not correlate 
with all ethnic groups, described by the Lancer Ethnicity Scale.
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This graphic represents the amount of time that was required to create a sunburn in 
these skin types – from a short 14 minutes from very light skin to almost 2 hours for 
the darkest skin – with the same sun exposure.
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Provided that they are not sun sensitive, Type I light skin is the easiest to treat with 
lasers. Virtually any laser wavelength will work, at high treatment doses.

38



Type II skin is also very easy to treat, and is generally not as likely to be sun 
sensitive as type I skin.
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To me, type III skin represents a typical Caucasian. For the most part any of the 
laser wavelengths will work on skin types I-III, and test shots become more 
important on the higher class III types, but they’re still usually easily treated with any 
light source.
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Skin type four is typical of Latinos, Asians or Mediterranean skin. It isn’t really a dark 
brown yet, but is darker than most caucasians – ignoring suntans. This skin type is 
the swing point on the choice of laser or even IPL wavelengths, because shorter 
wavelengths can burn the skin – most particularly the green wavelength range. Here 
one could consider the 755nm wavelength of the alexandrite laser as a possibility, 
but only with caution and observation. Better would be the 810nm diode laser or 
even the 1064nm Nd:Yag laser. IPL’s could also be used cautiously on skin type IV 
if the appropriate cutoff filter were chosen but go slowly and watch for adverseif the appropriate cutoff filter were chosen, but go slowly and watch for adverse 
reactions.

41



Skin type V is the darker brown color and one should not consider a laser below 
810nm in wavelength, or the 1064nm Nd:Yag would be much safer. Although some 
practitioners do use IPL’s on type V skin with extreme caution, we do not 
recommend this.
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Type VI is the darkest black skin. The longer wavelength 1064nm Nd:Yag laser is 
the only reasonable choice here, and IPL’s should never be used on type VI skin. 
Black skin presents the greatest challenge to be safe with any light based treatment 
and aggressive cooling techniques are critical.
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The sebaceous glands, which are the oil glands, help us retain fluid and lubricate 
the skin. This oil, or sebum, is waste that lubricates our skin. It consists of waxes, 
cholesterol, fatty acids and triglycerides, all of which are synthesized from fat 
globules and cellular debris. It is secreted along the same channel as the hair 
follicle. This is also the site where the P Acne bacteria breeds and is the target for 
Acne treatments.
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The hair shaft itself is comprised of three regions; the inner Medulla, middle Cortex, 
and outer Cuticle. The Cortex contains melanin which will be a target for laser hair 
removal
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There are two sheaths surrounding the hair follicle; the inner root sheath and the 
external root sheath. The inner sheath protects the hair and molds the shaft to help 
determine the hair shape. There is an additional 3rd sheath of connective tissue that 
encapsulates the other two.
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The actual hair shaft is an intricate spiral of protein call Keratin.
As these cells are produced in the hair bulb they first spiral together as protofibrils, 
then twist even more as microfibrils, continue this process until larger macrofibrils 
are formed, and finally exhibit themselves as the dead hair shaft as more 
macrofibrils merge.
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Einstein developed the theory of stimulated emission in the early 1900’s as a way of 
explaining how photovoltaic cells work – electricity generated from sunlight –
although he did not propose the idea of lasers. In the 50’s Schawlow and Townes 
(working at Bell Telephone), who had already worked with microwave amplifiers, or 
masers, developed the theory of Optical Masers, or LASERS, and they received the 
Nobel prize for this theoretical physics paper. Theodore Maimon (working at Hughes 
Aircraft) developed this first Optical Maser in 1960 as a Ruby Laser. Other lasers 
began springing up immediately after this with the CO2 laser being developed inbegan springing up immediately after this, with the CO2 laser being developed in 
1964 by Patel. It was Dr. Leon Goldman, a dermatologist at the University of 
Cincinnati, who began investigating and promoting the use of lasers in medicine by 
the mid 60’s. He wrote the first textbook on the subject in 1966 as “The Biomedical 
Laser” and later went on to co-found the American Society for Laser Medicine in 
Surgery whose first annual meeting was in 1981. (see www.ASLMS.org)
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The Power Density (properly called Irradiance) of any laser determines the intensity 
of its effect. This is what most people react to when they talk about “turning the 
power down” in order to better control the laser. What they’re reacting to is not the 
power itself, but the combination of the power into the size spot where it is 
concentrated, or the power density. It is the single most important factor in medical 
laser applications. Most aesthetic lasers though are set by the JOULES/cm2 
parameter, rather than Watts’cm2. We have to start with the concept of Watts/cm2 
before we add the time of the pulse to come up with the Joules/cm2 You don’t havebefore we add the time of the pulse to come up with the Joules/cm2. You don t have 
to calculate anything. You just set the laser directly with these parameters.
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Spot size is the most important parameter between power and spot size that affect 
Power Density. A small change in spot size results in a large change in power 
density. For surgical lasers that focus from handpieces or diverge from fibers this 
means that the distance away from the device primarily controls power density 
because of the rapid spot size changes. In aesthetic devices the spot size is usually, 
but not always, fixed by each handpiece. In aesthetic procedures too high a power 
density can lead to burns and blistering, while too low of a power density does no 
harm – it’s just ineffectiveharm it s just ineffective.
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OK – here’s our last energy concept, and it goes by different names. It’s properly 
called Radiant Exposure, but is most commonly called Fluence or sometimes 
Energy Density. You won’t see this used much if any for surgical lasers – mostly 
aesthetic.
The concept of Joules/cm2 is similar to that of Power Density except it takes into 
account how much energy was actually delivered over time. Most surgical laser 
procedures that involve excision or ablation of tissues don’t rely upon a defined 
“Dose” of Joules/cm2 to perform the procedure – the physician stops when they’veDose  of Joules/cm2 to perform the procedure the physician stops when they ve 
visually achieved the surgical effect they want. In most aesthetic and dermatological 
procedures however one does use this “dose” of light to obtain the desired effect 
and maintain consistency and patient safety from treatment to treatment. Initial 
starting parameters are usually determined by the “cheat sheets” provided by 
manufacturers. Patients are then given “test shots” in small obscure areas using 
bracketed doses to determine their best response, and the treatments are then 
carried out at these tested dosages. Time and experience with such laser 
treatments help refine each individuals practice of this “art” of laser procedures.
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Electromagnetic energy is one of the four primary forces of Physics. Visible Light is 
only one portion of the Electromagnetic Spectrum but lasers span the range from 
Excimer lasers in the ultraviolet range, to CO2 lasers in the far infrared range. At 
even longer wavelengths we get into radio frequencies, such as used by some of 
the cosmetic skin tightening devices. Each type of laser exhibits not only a unique 
wavelength of light, but frequently a characteristic way it delivers its energy. In many 
instances the way the energy is delivered is more important than the wavelength 
itself especially for aestheticl laser applications The shorter wavelengths of X-Rayitself, especially for aestheticl laser applications. The shorter wavelengths of X-Ray 
and Cosmic rays do have ionizing radiation associated with them because of the 
very high energies of very short wavelengths, however the wavelengths used by 
medical & aesthetic laser systems are not in this range.
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It’s relevant to note that even though most aesthetic lasers are set at the control 
panel with the desired Joules / cm2, the manufacturers frequently abbreviate this 
labeling to simply “Joules” , instead of correctly calling it Joules / cm2. Don’t be 
confused by the two terms. For instance a 23 Joules/cm2 setting does NOT mean 
that you are delivering 23 Joules of energy. It might be more or less than 23 Joules, 
and would only equal 23 Joules if you used exactly a 1 cm2 spot size – which would 
be a typical 10mm spot handpiece. If your spot is smaller than this you would be 
delivering LESS than 23 Joules (because it becomes concentrated) and if the spotdelivering LESS than 23 Joules (because it becomes concentrated) and if the spot 
is larger than 10mm then the energy would be more than 23 Joules – all at the 23 
Joules/cm2 setting.

62



63



The modes of operation of any laser are basically divided into Continuous Wave 
versus Pulsed laser modes. This can be confusing because this is a different issue 
than this same terminology as used by many manufacturers to label the control 
buttons on the laser panel. Sometimes they coincide and other times not – you just 
have to know your laser. On a control panel the word Continuous might mean that 
the beam is emitted continuously as long as the foot pedal is depressed. Or it might 
be a very rapid series of pulses that are emitted. Likewise a panel button might say 
“single pulse” This could mean that a continuous wave beam is emiited for a verysingle pulse . This could mean that a continuous wave beam is emiited for a very 
short period (like 0.1 second) while the foot pedal is depressed, and will not fire 
again until you release the pedal and fire again. This is really a timer and not a true 
laser pulse. Its really not as confusing as it sounds. A continuous wave beam is a 
steady state delivery of energy, while a pulsed laser beam compresses the energy 
delivery to very high rates of power delivery in very short pulses – usually in 
milliseconds or faster).
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Pcw refers to Power – Continuous Wave. Regardless of the time frame involved 
(0.1 seconds or ten minutes) the level of the power remains constant throughout. 
Each laser operating in this mode has a limit to the maximum amount of power it 
could produce (remember this is how quickly the energy is delivered), because the 
laser resonator holds only so many atoms or molecules to produce the light. CW 
lasers can be very effective, but they’re not very quick in a laser sense of delivering 
their energy. Because they act a bit slower to create effects, heat induced in the 
tissues begins to conduct away from the surgical site heating adjacent structurestissues begins to conduct away from the surgical site heating adjacent structures.
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A true laser pulse is a compression of laser energy (high rate, or peak power, of 
delivery). In a pulsed laser this peak power has the ability to exceed the maximum 
power output of the laser when emitting in its CW mode. It can’t maintain this 
constantly though like CW can, and there must be intervals (although some can be 
very short) in between each pulse. These pulses can be emitted individually, slowly, 
or in a rapid machine-gun like effect. These are high flux laser pulses and keep 
lateral heat spread from the surgical site to a minimum.
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Most aesthetic lasers operate in this high flux pulsed manner. The Lightsheer Diode 
laser for hair removal is an example that illustrates this. As an operator you’ll just 
select the fluence in Joules’/CM2 you want to deliver with this laser. You may be 
able to read the pulse width but I don’t recall that you can set it directly on this 
machine. You won’t see anything at all about peak power, but this laser emits at 
over 1600 watts – or 1.6 KW – when you’re delivering a high fluence of 100J/cm2 
with it’s standard 9mm spot. Each laser is different, and although it’s not important 
for you to understand or even know the technical parameters behind each piece offor you to understand or even know the technical parameters behind each piece of 
equipment, an understanding of the general concept is very important.
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Lets just summarize some of the buzzwords used when talking about laser pulses 
so you’re more familiar with the terminology. You’ll see terminology used in various 
ways on manufacturers literature and in the scientific papers.
Q-Switch is a very fast laser pulse measured in the billionths of a second, or 
nanosecond, and usually generate very high peak powers in the megawatt range. In 
aesthetics you’ll see these as tattoo removal lasers.
Pulse Repetition Rate and Hertz mean the same thing – the number of pulses per 
second that you deliversecond that you deliver.
When discussing the time of a pulse there are different terms for a truly pulsed laser 
versus a CW laser, although most people will just use the term pulse width for both. 
Just so you’ve heard it once though, the term exposure duration is more properly 
used for a CW laser.
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Don’t worry about the terminology in this slide – I just want you to get the idea of 
delivering energy quickly in a pulse.
If Power Density describes the concentration of laser energy in a physical space, 
then FLUX describes its concentration in time. You won’t hear this term much but its 
an important concept.
If one has a fixed amount of energy that is desired to be delivered (here it’s 50 
millijoules, typical of one pulse from a CO2 superpulsed laser), then the faster the 
time period you can deliver that amount of energy is said to be of a higher fluxtime period you can deliver that amount of energy is said to be of a higher flux. 
Since Joules = Power x Time, and you’re holding the Joules fixed, it means that to 
deliver the same amount of energy in joules in a shorter time period requires a 
higher peak power pulse. This will be a “compression” of energy delivery in time.
It is the basis for all modern pulsed lasers used in aesthetics, and for the Ho:Yag 
laser used on urology and orthopedics.
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Lets look at a couple examples of higher flux pulses. In the first we’re looking at 
0.2Joules of energy. One delivers it in 0.2 seconds, and the other in half that time –
0.1 second – so that’s the higher flux and more precise in terms of confining thermal 
spread.

The second example would be from a typical hair removal laser generating a 
Fluence of 25 Joules/cm2. One is delivered in 40 ms, and the other in 5ms. The 
5ms delivery is a higher flux pulse and would be more effective at the laser hair5ms delivery is a higher flux pulse and would be more effective at the laser hair 
removal – being careful still about darker skin that we’ll deal with in later modules. 
Some aesthetic lasers allow you to vary these pulse widths and others do not. You 
just have to play with the control panels and see what each piece of equipment 
allows you to change.
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When looking at the power and energy displays on various lasers, we can make 
some generalizations about how the settings are made and read. Remembering 
that power in watts and energy in joules applies to all lasers all the time, it’s not 
important to see all this info on each laser.
CW lasers, which are primarily surgical, are set and measured in WATTS of power, 
and you rarely see an energy reading in Joules.
Pulsed lasers, which are primarily - but not entirely - aesthetic, have their energy set 
in JOULES of energy deliveredin JOULES of energy delivered.

On most aesthetic pieces of equipment the manufacturers usually take it even one 
step further by factoring in the spot size of the delivery system, and actually allow 
you to set the energy in Joules/cm2 which will be your treatment parameter.
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OK – so without having to remember all of these, these are some of the examples 
of lasers that typically have their control panels set in either WATTS, or in JOULES. 
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Before we discuss laser delivery devices we need to introduce just the concept of 
Laser Beam shapes – the distribution of energy within the actual laser spot. This is 
referred to as the Transverse Electromagnetic Mode (TEM) of the laser beam. For 
the surgical operator or user, one need not get too technical with this, but be aware 
of the differences and possible effects. The basic laser mode is a TEMoo mode, 
meaning that it is “brightest” in the center and continues to fade with distance from 
the center. These make excellent excisional or marking lasers because they may be 
focused to very small spots Trying to broaden the spot to treat larger areas of skinfocused to very small spots. Trying to broaden the spot to treat larger areas of skin 
in aesthetic procedures though could cause a problem because the center of a 
7mm spot size will have more of an intense effect than the outside of the same spot 
– resulting in irregularities in treatment. Beams that have “flatter” beam profiles are 
more desirable in these applications because the results are more uniform. This 
beam mode is fixed in the design of the laser, is not adjustable by the user and does 
not ordinarily change. Some manufacturers discuss their beam shape in their 
literature, but it’s also possible to test each device at very low power by using 
special thermal paper to see this shape.
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Water is another major chromophore for absorption of laser light. Once you’re past 
about 1400 nm in the near infrared, fluid in your cells becomes the most 
predominate factor for absorption of light, rather than melanin or hemoglobin per se. 
You’ll see some skin rejuvenation lasers at about this 1400nm cutoff because 
they’re good for deep dermal heating due to a high degree of fluid absorption. The 
most highly absorbed by water is the Er:Yag laser, closely followed by the YSGG, 
CO2 and Er:Glass lasers – all used for laser skin resurfacing. Remember too that 
the wavelengths above 1400 nm will not transmit back to the retina so are cornealthe wavelengths above 1400 nm will not transmit back to the retina, so are corneal 
hazards rather than retinal ones.
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Recall that we’re trying to destroy the hair follicle by killing the hair bulb and bulge 
with high temperatures, without hurting overlying skin.
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What we’re finally after is thermal destruction of the hair follicle as shown here.
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Active skin cooling is a very important consideration in aesthetic laser skin 
procedures, and there are various options. The use of cooled gels on the skin is 
probably the most common but least effective method, although it does work. More 
aggressive methods include cryogen sprays automatically generated from the 
handpieces of some lasers, external cold air chillers that get very cold – which are 
frequently used with the gels, or cold contact cooling plates like chilled sapphire 
plates which you can fire many lasers through, or just plain cold metal plates or 
rollers that are applied just before and after the laser pulse Most practitionersrollers that are applied just before and after the laser pulse. Most practitioners 
additionally provide the client with refrigerated cooling packs to place on the affected 
area for a few minutes after the treatment.
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Permanent is a relative term. You should not promise patients that Laser Hair 
removal will rid them of hair forever in the treated areas. The FDA defines it only as 
a long term stable reduction in the number of hairs regrowing after treatment.
In spite of that most people are happy with the results, and sometimes you can get 
truly permanent and complete hair removal.
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Hair can be divided into those with two types of pigment.
Brown and Black hair contains Eumelanin, and virtually any of the lasers work for 
this.
Red and Blonde hair contains Pheomelanin which doesn’t respond well at all to any 
of the wavelengths above 740nm, which are most of the hair removal lasers. Here 
the shorter wavelength 694nm Ruby laser, or even the short wavelengths on an IPL 
are more effective. The problem with these short wavelengths is that it must be with 
a light skinned patient or you’ll create at least pigmentary changes if not burns anda light skinned patient or you ll create at least pigmentary changes if not burns and 
blisters on darker skin. 
Gray and White hair is also very difficult to treat.
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Cooling is the first line of defense against both discomfort and adverse reactions.
These include cooling gels, cryogen sprays, cold sapphire and metal plates, and 
cold air chillers.
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It is theoretically possible to overcool the skin so that you’d actually protect your 
intended target from any heat damage. This is why simple techniques like holding 
ice bags against the skin for prolonged periods prior to the treatment are not used. 
You’d probably prevent discomfort and damage, but you’d also reduce the 
effectiveness of your treatment.
The various skin cooling methods are used though to first increase comfort, and 
then reduce the chance of swelling and inflammation or bistering and burns.
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Contact cooling adds the advantage of compression of the skin to bring the hair 
follicle closer to the surface. Failure of the cooling system, or failure to activate it, 
can result in significant burns, so that it is important to continually check the 
“coldness” of the tip during treatment. 
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The cryogen sprays are very effective, and allow more aggressive shorter pulse 
widths than might ordinarily be tolerated, and make it safer to more aggressively 
treat dark skin. You must be careful though to maintain coordination so that the 
cryogen spray keeps hitting the point of laser impact. Otherwise burns and blisters 
may result. Excessive cryogen pulse times can also cause “freezer burn” like effects 
to the skin.
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The cryogen spray does scatter the laser light and absorb some of the energy. 
Empirically however it works well and these pulsed lasers have adequate energy 
delivery to overcome any scattering/absorption of the cryogen spray. In hair removal 
these would be alexandrite and nd:Yag lasers.
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Remembering that we’re trying to generate heat to kill the hair follicle through 
absorption of light by melanin around the follicle, the best candidates remain very 
light skinned people with dark hair. Almost any hair removal laser works well on 
these patients and you can use fairly aggressive settings with little risk of injury.
The really hard ones to treat are with darker skin, and if they are older with gray or 
white skin it becomes virtually impossible.
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Gray hair is treatable but it takes very aggressive settings, which then limits it to 
light skinned clients. You also should determine whether the hair is really gray –
which contains some pigment to target – or just appears to be gray because the hair 
is a combination of black and transparent white hairs as in this photo. Here the laser 
would be extremely effective on the dark hairs, but wouldn’t touch the white ones. 
On a patient like this you might get a complaint that your treatments are turning their 
hair gray or white – because over time all that remains is the white hair and they 
don’t realize that it’s just because you’re removing the dark onesdon t realize that it s just because you re removing the dark ones. 
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Although one could try RF or meladine dyes with these truly white hairs, the more 
certain solution would be to followup on all the remaining white hairs with 
electrolysis. Gray hairs are difficult but easier than the truly white ones.
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Remember not to be blind sided by staying fixed on written parameters – pay 
attention to what the tissue is doing.

If the skin starts turning gray or you get some separate of the epidermis – STOP. 
Immediate erythema or stronger reactions is also a reason to stop and reassess the 
situation
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The expected clinical endpoint is a slight erythemic response. Effective treatment is 
to the hair follicle, not to the epidermis, and perifollicular edema may be seen in 10-
20 minutes after treatment, but is not seen every time.

The clinical endpoint can be determined by placing test spots at a variety of 
energies on the patients skin and waiting 15 – 30 minutes. A light erythemic 
response indicates the energy best tolerated by that individual.

An immediate erythemic response or purpuric appearance usually indicates recent 
sun exposure or tanning. Laser energy must be decreased or the treatment 
stopped. Future treatments may continue when the tan has faded.

Aside from perifollicular edema, another good endpoint is the immediate ejection of 
the hair shaft.
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Here’s a good example of perifollicular edema seen several minutes after the 
treatment. This is a good sign.
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Indications of singed hair can also be a good sign. You may notice the odor, or the 
gel takes on a brownish color from the vaporized follicle. Sometimes you can see 
singed hair as it is ejected.
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Patients should be instructed to shave prior to the laser therapy. 
Waxing and electrolysis should be avoided for 1 month to allow for the growth of the 
hair follicle. For effective laser treatment the hair follicle must be in the anagen or 
growing phase, but you don’t have direct control over that.
Sunscreen should be applied to the treated area 4-6 weeks prior to the laser 
treatment whenever that area is exposed to the sun.
Sun exposure must be avoided afterward to avoid post treatment complications. 
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If shaving is not done then the energy is wasted on external hair shafts, and singing 
of the skin or damage to your delivery device might occur from the charred hair on 
the skin – not to mention the extra smell involved.
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Recent sun exposure is the first on the list for creating photosensitivity and 
exaggerated reactions to treatments, but there are a wide range of medications, 
foods and skin ointments that can also cause adverse reactions. Some of those are 
listed here.
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We can’t list all the drugs and foods that might cause these photosensitive reactions 
in a slide show, so we’ve posted most (but not all) of them on our nonprofit website 
at www.LaserTraining.org, under “Resources” and then under the photosensitizers 
selection. 
That page also contains links to other good sites such as the FDA, Merck Manual, 
Medical Societies and others that contain good information on photosensitivity and 
photosensitizers, as well as photodynamic therapy. Everyone reacts differently so 
what might cause a reaction in one person may not in another If you’re doing awhat might cause a reaction in one person may not in another. If you re doing a 
treatment and get unexpected heightened reactions, first ask again about recent 
sun exposure, then ask about recently taken medicines or different foods.
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There are a variety of conditions that could be considered a contra-indication to 
laser hair removal or other aesthetic laser or IPL procedures. Because this really 
boils down to unique specifics with each patient, the medical director of the program 
should be the one to ultimately determine the relativity of various contraindications 
and whether or not to offer treatments.
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Recent sun exposure or tanning are two contraindications that usually  increase the 
likelihood of post treatment complications such as blistering, hyper or 
hypopigmentation and or scarring.
Individuals that exhibit sensitivity to the laser wavelength are not candidates for 
laser therapy.
Individuals that exhibit seizure disorders triggered by light may develop seizures 
from the pulsation of the repetition rate of the system and are not candidates for 
laser therapylaser therapy.
Any suspicious lesion or presentation of the patient should be referred to a 
physician for assessment, and this can be assisted through your medical screening 
form and/or triage training of the laser hair removal technicians.
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Some of the more active photosensitizers such as accutane are a conta-indication, 
and patients should stop taking them for a period of from a few weeks to a few 
months, as determined by the medical direct.
Active herpetic infections don’t impede the treatment, but they can exacerbate the 
outbreak and laser operators would not want to be exposed during these active 
outbreak periods anyway. The patient may be placed on an antiviral prior to 
treatments.
If the hair follicle has been recently destroyed or removed by electrolysis waxing orIf the hair follicle has been recently destroyed or removed by electrolysis, waxing or 
tweezing, then there is no target for the laser and no point in doing the treatment.
A family history of keloid scarring is a fairly strong contraindication to performing 
laser skin procedures.
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The technician needs to be mindful of tattoo’s in the area to be treated.  If the tattoo 
is hit with the laser light the ink will be the primary chromophore and absorb all of 
the energy.  The result will be a painful burn and in some cases a deep wound.  

If a client still requests that treatment be made over the tattoo because they want it 
removed anyway, we recommend against it.  The laser energy  will need to be 
lowered as the melanin in the hair will not be the primary target.  Any attempt at 
trying to destroy the hair follicle will not be successful because not much of the lasertrying to destroy the hair follicle will not be successful because not much of the laser 
energy will be absorbed by the hair if it gets absorbed by the ink which sits right in 
the epidermis.

Hair removal lasers are not the correct laser to use to remove tattoos anyway. The 
ms pulse width is much longer than the required ns pulse width of the required Q-
Switched lasers, and would generate excessive heat at the site possibly causing 
burns.
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The thermal relaxation time is the time it takes a target to heat up, and then cool off 
to half of it’s peak temperature. Small structures get hotter faster and cool off 
quicker than larger structures which are slower for both.
We’ll expand a bit on this concept when we get to the Laser Hair removal module, 
but want to introduce the idea here with general tissue effects.
If a clinically useful dose of light is delivered to the target in a time shorter than the 
Thermal Relaxation Time (trt) then the target will NOT be able to dissipate the heat 
and it will not survive the impact If that same dose is drawn out in a period longerand it will not survive the impact. If that same dose is drawn out in a period longer 
than the trt then the target may be able to dissipate enough of the heat that it will 
survive. 
When directly impacting the target (i.e.; skin resurfacing), deliver ablative doses of 
light in a SHORTER period than the Thermal Relaxation Time of the skin. This 
keeps the heat confined to the target so that it does not conduct to surrounding 
tissues.
When impacting the target underneath the skin (i.e.; hair removal, vascular skin 
lesions), deliver ablative doses of light in a SHORTER period than the Thermal 
Relaxation Time of the target (such as a hair follicle) to kill it, but LONGER than the 
overlying tissue (epidermis) to spare it. This destroys the target but allows the skin 
to dissipate the heat.
Clinical users don’t need a technical understanding of this concept but should have 
a conceptual one of the heat flow.
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Thermal relaxation time, or trt, relates to heating and cooling, and how quickly a 
pulse must be delivered.
The thermal relaxation time is defined as the time it takes for the temperature to 
fall to 50% of the peak temperature created. This time iss roughly equal to the 
square of the diameter of the target structure, which means that smaller structures 
get hotter and cool off more quickly than larger structures.
The thermal containment time is the concept of the initial delay period in which no 
heat is dissipated to surrounding tissue and is roughly one-quarter of the thermalheat is dissipated to surrounding tissue, and is roughly one-quarter of the thermal 
relaxation time. This time defines the ideal pulse width for treating a given 
Chromophore because all of the heat will be retained within that structure causing 
very high temperatures. 

120



A computer generated graphic of temperature rise in a hair bulb aptly illustrates the 
concept of thermal relaxation times.
If a clinically effective “dose” (J/cm2) is applied in a pulse time equal to or less than 
the TRT of the hair bulb, heating to necrotic temperatures of around 70°C occurs. 
The energy was delivered so quickly that it didn’t have any time to “leak” away from 
the structure, allowing it to get hotter.
If that same clinically effective “dose” is applied in a pulse time that is LONGER 
than the TRT for the bulb then heat begins to flow out of the structure and one doesthan the TRT for the bulb, then heat begins to flow out of the structure and one does 
not obtain a significant enough temperature rise to kill the bulb – therefore 
ineffective laser hair removal in this case.
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The initial take-home lesson with this is that smaller structures, such as small hairs 
or fine blood vessels, will require shorter pulse widths at the same fluence in order 
to be effective.
This has to be balanced though with the patient’s skin type, because these shorter 
pulse widths are harsher on skin – creating more discomfort, and even adverse 
effects on darker skin.
One way to retain the effectiveness of these short pulses while minimizing 
discomfort and adverse reactions is very aggressive cooling – like cryogen spraysdiscomfort and adverse reactions is very aggressive cooling – like cryogen sprays 
timed in concert with the laser pulses, or aggressive use of the air chillers.

122



123



124



125



Recent sun exposure represents one of the more insidious problems for aesthetic 
laser operators. You’ll instruct clients to avoid the sun prior to treatments, but that 
doesn’t always happen and sometimes adverse reactions occur. If they show up 
with a definite tan they should be turned away for 4-6 weeks until they’re rid of it, but 
this isn’t always practical – especially if you practice in South Florida or Texas. 
There are practical ways to mediate this with longer wavelengths and more 
conservative settings, but the first choice is to not treat clients with either suntans or 
even recent sun exposure All other things being equal it’s generally safer to treateven recent sun exposure. All other things being equal, it s generally safer to treat 
type IV or V natural skin, that it is to treat type III skin with a tan that matches the 
darker color.
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Sometimes clients may hear you tell them to avoid sun exposure prior to treatments, 
but in their mind that might mean laying out on the beach for a tan. Working in the 
garden all weekend without a shirt doesn’t count to them because they weren’t 
intentionally trying to get a tan. This is a big issue in aesthetic laser and IPL 
treatments and should be continuously addressed in your practice. The U.V. 
exposure causes the skin to be much more sensitive to laser treatments and you 
can get adverse reactions including urticaria (hives), redness and even blisters, that 
may not have occurred otherwisemay not have occurred otherwise.
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Dr’s Melanie Grossman and Rox Anderson had discovered in the 90s that in order 
to safely destroy a hair follicle the laser pulse should be in between the thermal 
relaxation time of the skin and the hair.  That is the basis for Thermokinetic 
Selectivity – a term coined to describe how pulse times can select the targets they 
will either destroy or spare via heat generation.
Thermokinetic Selectivity, or TKS, is really an extension of Selective 
Photothermolysis and it’s what a lot of the laser companies are using as a guideline 
when developing new laserswhen developing new lasers. 

130



131



132



Adjusting your pulse repetition rate, or pulses per second, doesn’t really directly 
affect the effectiveness of the treatment one way or another, but does affect how 
long it takes you to finish one patient, or sometimes how a patient tolerates the 
treatment.
When pulses are applied very rapidly, even if there is not excessive overlap, then 
the heat sensation can build and it may become uncomfortable for the patient. Slow 
your number of pulses per second will provide a bit of relief in this sense, but also 
take you longer to complete that casetake you longer to complete that case.
Most manufacturers recommend some degree of overlap of pulses, such as 10% for 
lower fluence applications like laser hair removal or skin rejuvenation. Pulse overlap 
in high fluence applications such as leg vein removal is to be avoided because the 
overlap will cause a significant temperature rise in that spot possibly causing burns 
or scarring. Follow the manufacturers recommendation.
Achieving coordination in placing spots together with the right degree of overlap 
takes some practice, and is a universal skill required for any type of aesthetic laser 
procedure. This is one of the things we do in our hands-on workshops to develop 
practice in uniformity.
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Medical Laser Safety is based on the American National Standards Institute – ANSI 
– recommendations for the safe use of Lasers. There are two applicable 
documents. The Z136.1 is the parent standard that incorporates all of the technical 
data. The Z136.3 standard is specifically the Recommendations for Safe Use of 
Lasers in Health Care Facilities, and this is what our safety program is based upon. 
The ANSI standards are only recommendations – they are not law. However, other 
organizations such as OSHA, JCAHO and various states do enforce based upon 
ANSI standards These are not a black and white set of rules but establish yourANSI standards. These are not a black and white set of rules but establish your 
options for assessing laser hazards and instituting control measures to keep people 
safe. They relate to the laser work envirnoment though and have nothing at all to do 
with patient treatment safety, in terms of clinical use.
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Each facility utilizing medical or health care lasers must establish a formal laser 
safety program, which will be managed by an appointed Laser Safety Officer. 
Specific policies may vary from program to program, but they are all based on the 
ANSI 136.3 recommended standards.

136



137



There is no “one” place for a person to go to become a Laser Safety Officer. They 
are a manager. ANSI says they are a person with the “experience, training and 
resources” from many sources to complete the job. Training programs for Laser 
Safety Officers are a good place to start, but the process of education is a continual 
one. The LSO may or may not be the person actually running the equipment (the 
Laser Operator). Each facility has ONE LSO and the laser operators work under 
their authority. For multi-center practices it is common to appoint one Laser Safety 
Officer in a geographical region rather than in each office There is no legallyOfficer in a geographical region, rather than in each office. There is no legally 
mandated certification, although voluntary certification of Laser Safety Officers is 
available, and may be accepted by the facility as a credential to meet their own 
internal standards for a Laser Safety Officer.
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The role of the LSO is to evaluate the potential hazards and take various measures 
to control them. The hazard is obviously related to the ability of the energy (to which 
people are actually exposed – not just internal in the box) to hurt people, but it may 
include many different variables in this assessment, such as the people that may be 
coming into or out of the treatment room, the type of laser delivery system used, the 
wavelengths and energy outputs that are utilized, and any other relevant practical 
consideration. The LSO assesses all of these variables and then uses their 
“informed judgment” to determine the level of hazard and how to control itinformed judgment  to determine the level of hazard and how to control it.
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The LSO then controls these hazards by three general areas of Administrative, 
Procedural and Engineering Controls. 

The administrative controls are mostly what one would find in the written folder for 
the documented Laser Safety Program. These would include your written policies 
and procedures, documentation of your service work and bi-yearly calibrations, 
attendance sheets or certificates for laser safety training of all staff, and written 
reports for the annual laser safety auditsreports for the annual laser safety audits.

The procedural controls include the implementation of those things that you actually 
do to control the hazards which would entail monitoring and enforcement of the 
safety policies, use of the protective eyewear, displaying appropriate laser danger 
signs at room entrances, operational use of the standby button, use of smoke 
evacuation when required, and similar procedures.

It is the manufacturer that puts into place the engineering controls for medical 
lasers, so the LSO’s role is to monitor the ongoing proper function of these controls, 
such as standby buttons, emission indicators and cover interlocks (service 
personnel can report this to the LSO during their PM’s on the equipment).

142



143



The room where the procedure is performed is known as the Laser Treatment 
Controlled Area (LTCA). This is conceptually different than the NHZ, though it 
always contains the NHZ, and LSO’s sometimes make them one and the same. 
Warning signs must be posted on each entry to the room that states the laser 
wavelength and power outputs. Glasses must be made available upon entry. It is a 
controlled access room and only those who have had documented laser safety 
training may enter.
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When windows are contained within the NHZ (when the LSO makes the NHZ the 
entire room) then the windows must be covered with a flame retardant opaque 
material. This does not apply to the CO2 and Er:Yag lasers used for resurfacing, 
which do not transmit through glass and are acknowledged by ANSI. 
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Signs must be the “official” laser safety signs and homemade warnings or even the 
older signs are unsatisfactory. Signs must be placed at every entryway into the 
room. They should not be left in place when the laser is not in use – only during 
laser cases. You can download free copies of signs on the lasertraining.org website 
under the “Free materials” page. Since there are so many power/energy 
combinations you’ll still have to enter that figure on these jpg signs, but you can get 
that information from the FDA label that’s on the back of your laser.
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I think we’ve already addressed this in a previous module, but Lasers present no 
type of “radiation” risk to women in any stage of pregnancy. Most elective 
procedures are not performed with lasers on pregnant women however, in case 
they have a natural spontaneous abortion and somehow the laser (and you) get 
blamed for it.
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Laser Safety Eyewear must be labeled with two items of information – the 
wavelengths for which they offer protection and the Optical Densities at those 
wavelengths. The wavelength is the most important aspect of this because this 
must match that of the laser being used. The Optical density reflects the degree of 
protection with higher numbers offering more protection. 
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Laser Safety Eyewear must be provided to all personnel as they enter the laser 
treatment room (LTCA), but must be worn only when they are within the Nominal 
Hazard Zone (NHZ) as it is defined by the LSO. These laser glasses are different 
for all the lasers. A higher O.D. affords more protection by a factor of 10 fold, for 
each increase of 1 in O.D.. An optical density of 6 affords 100 times more protection 
than an O.D. of 4, however the more protection afforded the harder it is to see 
through. A range of between 4.0 – 7.0 for most medical lasers is satisfactory. 
Remember that they are NOT designed to provide protection from direct impactsRemember that they are NOT designed to provide protection from direct impacts. 
The dilemma here in aesthetics is that the higher Od’s provide the greatest 
protection, but also make it more difficult to see the patients skin as you treat. We 
recommend that you use the lowest OD recommended by the manufacturer to 
make treatments easier, and of course always taking care not to point the output 
into your face. A Medical Laser Safety Officer is not required to calculate the 
requirements for Optical Density on the glasses – ANSI allows you to utilize those 
within a range recommended by the manufacturer.
Staff should be instructed to ensure that the wavelength label of their glasses 
matches the wavelength of the warning sign posted on the door. 
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We will continue to reiterate however that laser safety eyewear is NOT guaranteed 
to provide protection against direct impacts into the face. They are designed to 
protect the wearer from the reflected light coming back from the patients skin. If one 
were to get a direct shot into the face the glasses would certainly help some, but 
could not be relied upon to provide full protection.
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Establishment of the Nominal Hazard Zone (NHZ) is one of the primary 
responsibilities of the LSO. For ease of administration many facilities simply make 
this the entire room where the procedure is performed, but there is no requirement 
to do so and in most cases is not actually the entire room. It is important to 
differentiate here between an LSO in an industrial/scientific facility operating on the 
basis of ANSI 136.1 standards, and Medical Laser Safety Officers operating in 
Health Care Facilities and Aesthetic Practices on the basis of ANSI 136.3 
standards Medical Laser Safety Officers are not required to make measurementsstandards. Medical Laser Safety Officers are not required to make measurements 
and do calculations to determine the NHZ and Optical Density of eyewear as are 
their industrial counterparts. They are allowed to use their informed judgment, 
recommendations by laser manufacturers or consultants or other knowledgeable 
source to determine the NHZ. In truth medical laser use is quite safe when 
knowledgeable users run them.
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The significance of the NHZ is that all protective measures apply all the time for the 
class IV lasers we  use within the NHZ. In other words you have to wear your laser 
safety glasses in the NHZ. If the LSO has determined this to be the entire room 
then you must wear them upon entry.
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In Hair Removal and Aesthetic Practices it’s usually prudent to make the entire 
room the Nominal Hazard Room, both because the treatment rooms are reasonably 
small, and that most aesthetic lasers are visible to near infrared and pose potential 
retinal hazards, even across a small room.
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OK – lets get into some of the nitty gritty with eye hazards.
Lasers present hazards to the eye at either the level of the cornea or the retina and 
this is specific to each laser. These hazards are present ONLY within the area called 
the Nominal hazard Zone and this is determined by the LSO. It is very important to 
remember, that regardless of where the NHZ is declared, that laser safety eyewear 
do NOT afford protection from laser impacts directly into the face through the 
glasses. The laser should NEVER be pointed into someone's face. This is one of 
the most important rules for laser safety It is exactly like gun safety Never point thethe most important rules for laser safety. It is exactly like gun safety. Never point the 
loaded weapon directly at someone’s face.
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Differences between retinal vs corneal burns create a major difference in where the 
hazard zone is located. Any burn to the surface of the eye (cornea) is entirely 
dependent upon the incident power density. Power density in turn is primarily 
determined by spot size, which is determined by distance from the focal point or 
fiber tip. In practice anything more than a few feet away from most surgical lasers 
using common delivery devices are perfectly safe and will not cause either eye or 
skin burns at this distance (see your own LSO for specific info).
Most aesthetic lasers present retinal hazards which are different because they areMost aesthetic lasers present retinal hazards, which are different because they are 
not dependent on the incident power density. These laser wavelengths are the ones 
that transmit through fluid and into your eye and will be refocused by the lens in 
your own eye. This can increase the power density from the cornea to the retina by 
as much as 100,000 times! This can result in high enough power density to cause a 
retinal injury.
The pucker factor for retinal hazard lasers are therefore generally higher than with 
corneal hazard lasers.
There is also a different type of risk from short wavelength Ultraviolet lasers that is 
not an immediate burn as would occur with the corneal and retinal risk lasers. 
These are longer term chronic exposure risks from excimer lasers – generally over 
months or years –that cause photochemical degradation of tissue with the 
possibility of causing cataracts over time. This is not a practical problem for the way 
excimer lasers are used in a medical or aesthetic practice, but it should be
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The degree of damage created by a potential laser hit cannot be predicted in 
advance – it depends on many factors to include laser settings, distance from the 
laser output, motions of the eye, and where the hit actually occurs. A hit on the 
peripheral retina might produce negligible damage, while hits within the central 
vision will be more devastating. The fovea is the central part of vision within the 
retina and a laser hit here (caused by looking directly into the barrel of the laser 
when it fired) could create major damage. The optic disc is where the optic nerve 
and vasculature enters the eye and is a natural blind spot on the retinaand vasculature enters the eye and is a natural blind spot on the retina. 
Theoretically a major laser hit here could destroy the optic nerve and cause total 
blindness, but this is entirely theoretical and has never been documented in the 
past.
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Patients eyes must be protected, and the manner is determined by the LSO. It 
should be provided and documented for all patients. Patients eyes (and your pucker 
factor) are more at risk in some situations than others and the LSO should provide 
protection commensurate with the level of hazard. Working around the face & eyes 
presents significantly greater risk than working lower down on the body, particularly 
if working lower down on the legs or on the back. 
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When working directly around the eyes special eyeshields should be used rather 
than glasses or moist packings. There are other disposable or plastic goggles that 
may be used, but these are specific for laser use. Do not use any plastic goggles, 
like sun tanning goggles, because when working close to their edge the laser or IPL 
may actually melt a part of the goggle causing a burn and blister on your patient.
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Working directly around the eyelids and bony orbit of the eye presents the greatest 
risk to the patient. There, special eyeshields should be used rather than glasses or 
moist packings. These go directly on the cornea, to protect against accidents such 
as was presented a few slides ago. Although they’re not difficult to place, because 
of the sensitivity of working in and around the eye, most aesthetic practices will refer 
out such procedures that have eye involvement to a medical practice, or at least do 
this under direct medical supervision.
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When working around the eyebrows or cheekbones you should advise your patients 
that they will see bright flashes of light – this is true even for the infrared lasers. This 
happens because the bone conducts the light around to the back of the eye to 
harmlessly stimulate the retina. It is not going through the lens and becoming 
concentrated so it’s really not a safety issue but may make your patients concerned 
if they have not been warned that it will occur.
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Just a quick mention of our aversion response and how this helps protects us from 
bright light sources. This is an involuntary jerk away from bright light that occurs in 
less than a quarter of a second. If a laser such as a low power pointer cannot create 
eye damage in less than a quarter of a second it is considered eye safe because 
your own reflex is enough to protect your eye.
The Class IV lasers that we use are NOT to be considered eye safe, and damage 
occurs much more quickly than the quarter of a second.
However in truth this does provide an additional level of protection compared toHowever, in truth this does provide an additional level of protection compared to 
infrared lasers which you can’t see and would have no aversion response. If 
someone gets a laser hit from a diffusely reflective surface (like tissue) then it’s not 
as intense as a direct impact, and although there is no guarantee that your aversion 
response would protect you from even these reflections, it definitely gives you a 
fighting chance and may considerably help. 
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The commonly used aesthetic lasers, greater than 1400nm in wavelength, that 
present Corneal risks only, include the CO2, Er:Yag, YSGG and Er:Glass lasers –
all of which are used for different types of laser skin resurfacing. I consider these 
lasers lower eye-risk lasers because you must be fairly close to the laser output and 
shoot the laser directly into your face. Reflections off skin during normal procedures 
would present no risk at all – unlike the lasers which present retinal hazards. With 
lasers like these I might even be inclined to declare the hazard zone only at the 
immediate treatment table If you’re at the table then you’d wear eyewear but thoseimmediate treatment table. If you re at the table then you d wear eyewear, but those 
elsewhere in the room would not. In practice you’d have no problem anyway unless 
you shoot it directly into the face. This is a choice each laser safety officer must 
decide themselves, using their informed judgment as allowed by ANSI.
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Here is one of the only two examples that I am aware of in over 30 years in a 
medical setting, of a CO2 laser eye burn on the cornea, courtesy of Occuloplastik. 
To me this incident has absolutely nothing to do with laser safety, and is really due 
to total negligence. Even the most basic of precautions would have prevented this 
burn but no patient eye protection was provided here whatsoever.
A blepharplasty was being performed with a CO2 laser on an anesthetized patient. 
One should not have to be laser trained in order to have the sense to know that 
when you’re working with a focused CO2 laser beam within one inch of the surfacewhen you re working with a focused CO2 laser beam within one inch of the surface 
of the eye – that it might be a good idea to do something to PROTECT that eye. 
The surgeon was using a metal skin hook to apply traction to the skin during the 
laser excision. The laser nicked the metal skin hook and the reflection skidded 
across the patient’s cornea causing this burn. There was absolutely no reason for 
this. When working this close to the eye one should be using metal corneal shields, 
but even wetted gauze would have prevented this accident.
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Aesthetic lasers used in skin resurfacing such as the CO2, Er:Yag, YSGG and 
E Gl l l h d t ti l Th f di t f thEr:Glass lasers are corneal hazards, not retinal ones. Therefore distance from the 
output of the delivery device has a dramatic effect on the spot size and “safe” power 
densities. 
Visible light lasers and the rest of the infrared ones will transmit into your eye and 
are retinal hazards. Even though you may be at a safe enough distance to prevent a 
high power density burn (a few inches will do), your own lens can refocus it and 
cause an injury. Though specular reflections would be a high risk and diffuse ones 
lower (like reflected off tissue) the primary problem is having the laser fired directlylower (like reflected off tissue), the primary problem is having the laser fired directly 
into your face. Remember that the glasses aren’t sufficient to protect you from this.
Although both the visible light and infrared lasers that create retinal injuries are 
hazardous, your “pucker factor” should go up some with the infrared ones because 
you have no warning of being able to see the light. Though no guarantee that you 
can protect your eyes with the high powered visible lasers, you have more of a 
fighting chance because the light is so bright you MUST jerk away from it – the 
aversion response.aversion response.

171



172



173



While we’re talking about energy delivery let’s at least introduce you to the concept 
of other high energy light sources besides lasers. You’re not going to see an IPL in 
surgery but you might have one in the outpatient clinic. They come in all sizes and 
varieties and go by different names such as Intense Pulsed Light, or Broad Band 
Light. Essentially they use a very bright and powerful flashlamp that puts out broad 
spectrum light all the way from the deep blue at about 400nm to infrared around 
1400nm. These are used in different cosmetic skin procedures such as skin 
rejuvenation or hair removal There are different handpieces or cutoff filters thatrejuvenation or hair removal. There are different handpieces or cutoff filters that 
simply block the light below a certain wavelength for specific applications. For 
instance a 755nm cutoff filter does not just give you 755nm like an alexandrite laser 
– It cuts off all the light BELOW 755nm but still gives you all the broadband light 
from 755-1400nm. They’re all different. This is done primarily to protect darker skin 
types from shorter wavelengths which could cause blisters or pigmentary changes. 
Just be aware that they are not lasers and don’t fall under the same standards as 
lasers.
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While not as intense nor sometimes as effective as laser for specific skin targets 
and applications, they have the advantage of covering much larger skin areas at a 
time and are better when going after “mixed” targets such as brown pigment and 
red vascular areas seen with general skin rejuvenation – sometimes call 
photofacials. They’re also generally less expensive than lasers so it’s easier to be 
profitable with the same number of cases. My own opinion is that they work very 
well for general skin rejuvenation. I think lasers are still better for hair removal if you 
can afford them but short wavelength IPL heads do offer some advantage in haircan afford them, but short wavelength IPL heads do offer some advantage in hair 
removal for blonde and red hair in light skin clients – an area where lasers have 
difficulty. Just use caution with darker type IV skin, and my recommendation is not 
to use them at all on Type V and VI skin types.
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IPL’s by definition cover many different wavelengths across a broad band, so it’s not 
possible to use specific wavelength glasses. The ones that are usually provided with 
IPL’s are crappy green glasses that by necessity cover a very broad range of 
wavelengths. The problem then is that it also EXTREMELY difficult to see the color 
and texture of the skin as you’re treating to see what you’re doing. The solution is a 
pair of the LightSpeed glasses for the laser operator. These have some tint to them 
but are fairly easy to see through. When they see any intense flash of light the 
crystalline lenses actually shut down and become opaque so they protect yourcrystalline lenses actually shut down and become opaque so they protect your 
eyes. This happens so quickly that it’s hard to tell what happened – other than a 
blink like effect as you work. We highly recommend that anyone doing IPL work get 
at least one pair of these glasses.
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It is not important to remember all the laser wavelengths, but it is important to 
b th th t k ith Thi t bl f di l l li t th tiremember those that you work with. This table of medical lasers lists the active 

medium that produces the laser light, it’s associated color range and specific 
wavelength(s). The next slide will focus on the common aesthetic ones. 
It is VERY relevant to note where the breaks come in wavelengths for fluid and 
glass transmission by lasers. The lasers above 1400nm won’t go through fluid so 
are not a retinal eye hazard. Lasers above the 2.9u won’t go through standard fibers 
so they use articulated arms for laser delivery.  The short 193nm ArFl excimer laser 
also will not go through either fluid (eye) or glass but for different technical reasonsalso will not go through either fluid (eye) or glass, but for different technical reasons 
than the longer wavelengths. For those wavelengths that do transmit through fluid 
(into the eye) it will be important to differentiate the visible light from invisible 
infrared for safety considerations.
For staff working a laser room, it is important for them to know that the wavelength 
stated on the warning sign at the doorway must match the labeling on the laser 
safety eyewear. Different lasers require different types of safety glasses, and IPL’s 
are different still.are different still.
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When windows are contained within the NHZ (when the LSO makes the NHZ the 
entire room) then the windows must be covered with a flame retardant opaque 
material. This does not apply to the CO2 and Er:Yag lasers used for resurfacing, 
which do not transmit through glass and are acknowledged by ANSI. 
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Reflections are not a major problem with lasers provided that you are observing 
where you’re firing, but there are times when special anodized instruments are 
useful – especially when using them as a temporary guard around the eyes, mouth 
or other structures. Anodized Instruments don’t totally eliminate reflections but they 
reduce them significantly making them very useful if you need instruments around 
the laser target area. Don’t confuse these with blackened “ebondized” instruments 
which have nothing to do with the reduction in laser reflections. The anodized 
surface is just a bit rougher than the otherwise smooth surface of the instrumentsurface is just a bit rougher than the otherwise smooth surface of the instrument 
and this is what makes them work.
Jewelry isn’t a problem either unless it’s right in the target area. If that’s the case 
just have them remove it.
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Mirrors are the classic question regarding laser treatment rooms. It is true that if you 
fired directly into a mirror, the specular reflection that would return to you would be 
hazardous. Having them in the room somewhere is not a problem though. Just 
ensure that they’re not so close to the treatment table that you could accidentally 
fire the laser into it as you’re doing treatments.
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Though any laser could create a fire, this is primarily a hazard with the CO2 laser. 
Flammable materials must not be used within a treatment field. In aesthetics, aside 
from firing the laser output when it’s resting directly in towels or cloth, the potential 
risk is at hairlines. Hairspray is flammable, and hairlines should be covered with 
damp cloth if hairspray has been used. There is always the question of bikini areas 
and patient’s passing gas during a procedure. Don’t worry about it. While it is true 
that flatus is flammable – you would be more at risk here than the patient – and your 
face probably would not be that close Just cover the peri-anal area appropriatelyface probably would not be that close. Just cover the peri-anal area appropriately 
with a damp towel and it won’t be an issue even if they do pass gas.
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ANSI says that a fire extinguisher should be available, but doesn’t require it to be on 
the laser cart or even in the room – just know where to quickly access one.
ANSI also says that water should be immediately available for dousing flames. 
Aesthetic lasers have lower risks of fire to begin with, and the sink in the room or 
just outside would serve this purpose.
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ANSI requires that the alignment of the surgical laser beam be checked against its 
lower powered aiming beam prior to each case (this applies to The CO2 or Er:Yag 
lasers and their HeNe aiming beams). 

Other infrared lasers that use fibers (i.e. Nd:Yag and Diode lasers) don’t share this 
problem with articulated arm lasers, because once the beams are launched into the 
fiber, wherever the aiming beam goes the other beam must go too. 
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The laser plume, or smoke is at the least very offensive. There have been questions 
about whether it contains infectious materials but this has never been proven. 
Smoke evacuators need to be used for all laser cases that generate smoke no 
matter what one thinks of the potential for infections. The terms ANSI use to 
describe Laser Plume and Smoke Evacuation are Laser Generated Airborn 
contaminants (LGAC) and Local Exhaust Ventilation (LEV).
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In aesthetic procedures only ablative skin resurfacing procedures really make 
smoke. All the others are smokeless and don’t require a smoke evacuator. The 
question comes up sometimes regarding hair removal because you can smell the 
odor, but our take on this is that a smoke evacuator is not required for laser hair 
removal. At most a room air de-ionizer will handle the odor from hair removal.
If you do resurfacing or other ablative procedures you need to deal with the smoke. 
Laser Plume is obnoxious, whether or not it is proven to be infectious. Either way it 
must be removed and smoke evacuation is the way to accomplish this and requiredmust be removed and smoke evacuation is the way to accomplish this and required 
by ANSI. Large tubing smoke evacuators may be used, or in some cases regular 
wall suction with a special smoke filter between the suction bottle and wall.
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ANSI discusses the viral sized face masks and says that they are NOT to be used 
for protection against plume, in lieu of smoke evacuation. ANSI says that masks are 
designed to protect the patient from health care personnel – not the other way 
around.
ANSI does not prevent one from using these masks though, provided that smoke 
evacuation is also used. We generally recommend that hospitals keep a box of 
these masks on their laser cart for staff that feel more comfortable wearing them, 
but we are also of the opinion that they are ineffective because it is difficult to usebut we are also of the opinion that they are ineffective because it is difficult to use 
them properly. 
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Let’s first differentiate between “Laser Safety Hazards” and Patient Treatment 
Hazards with lasers. They are two entirely separate issues and frequently unrelated. 
Laser Safety practices such as are outlined in the American National Standards 
Institute, or ANSI, 136.3 standards all relate to maintaining a “Laser Safe” 
environment so that accidental injury from the laser does not occur.

ANSI does not address any treatment issues whatsoever, and it is entirely possible 
to follow all the Laser Safety practices and still treat a patient so poorly that youto follow all the Laser Safety practices and still treat a patient so poorly that you 
create burns or disfiguring injuries. Patient treatment outcomes and safe use of the 
laser on people are clinical issues that require proper training and experience on 
clinical indications, contra-indications, technique, possible complications and 
management of those complications. These are not Laser Safety issues. This is a 
very important differentiation. Simply because one has had adequate Laser Safety 
training, does not mean that they are then able to treat patients safely. Training in 
both aspects is important.

We’ll look at a few aspects of these Patient Treatment Safety issues at the end of 
this presentation.
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ANSI requires that ALL personnel – anyone who even might have occasion to work 
around the laser or be in the treatment room – have documented laser safety 
training. In an aesthetic practice this essentially means all employees. For staff that 
aren’t really performing or assisting with laser procedures this can be a very short 
laser safety inservice which your safety officer can provide. If it is more convenient 
for your practice, our Laser Training Institute does have such a short and 
inexpensive safety inservice available online, with a certificate of completion printed 
at the end Other staff that will actually be working more with the equipment will ofat the end. Other staff that will actually be working more with the equipment will of 
course need more training, such as the Laser Hair Removal or Aesthetic Laser 
Procedures program you are taking now.
Records must be kept of all maintenance and service provided on the laser, 
including service reports for the Calibration checks which are to be done once every 
six months.
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